

Making scope measurements across ungrounded 
components can present some problems. Here are 
the reasons — and some ansivers. 
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THEN we measure a voltage in a cir- 
cuit, we don't always take into account 
what we are actually measuring. For in- 
stance, we might say that a power supply's 
output is 50 V dc with 0.75 V ac ripple; 
or the output signal at a transistor ampli- 
fier's collector is 5 V ac. In these, and just 
about all voltage measurements, what we 
really mean is that the power supply's out- 
put is 50 V dc with respect to ground (or 
chassis common); the ripple is 0.75 V ac 
with respect to ground; and the amplifier 
output is 5 V ac with respect to ground. 
Thus, what we are really measuring is the 
voltage at a given point — with respect to a 
common point. 

Since a voltage is the potential difference 
between two points, the two points have 
to be identified. For convenience, we gen- 
erally use chassis ground as the second 
point. 

But what if we want to measure the 
voltage across a component both sides of 
which are above ground? This presents a 
problem— many problems, in fact. Obvi- 
ously, one difficulty is the lack of a con- 
venient, easy-to-get-at chassis for a con- 
necting point. More important, however. 



are the possible bad effects of connecting 
both leads of a test instrument to un- 
grounded points. 

Of course, occasions such as this do not 
occur often; but when they do, knowing 
the proper procedure can make the job 
easier and prevent undesirable effects such 
as overloaded circuits and noise pickup. 

Not a Simple Test. Measuring a voltage 
between two ungrounded points is not al- 
ways a simple matter. Assuming that an 
oscilloscope is being used, one does not 
merelv connect the test probe and ground 
lead at opposite ends of the ungrounded 
component— certain precautions must be 
observed. Consider the following examples. 

Assume that we have a conventional 
scope which has a three-wire power cord. 
For safety, the scope chassis is tied to the 
third wire and ground. Because the signal 
input "ground" terminal is also common 
with the chassis ground, it too is tied to the 
third wire in the power cord. Now, let's 
say we're testing an ac/dc radio or a trans- 
formerless TV receiver; the chassis being 
tested is tied to the low side (ground) of 
the power cord. So we have the situation 
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Fig. 1. In transformerless circuit, 
scope ground return on point Y can 
create a short across Y-Z element. 

shown in Fig. 1. The chassis are tied to- 
gether through the power line system. 

As long as the scope's ground test lead 
is connected to the tested chassis (point Z 
in Fig. 1 ) , the chassis are tied together, 
the grounds are tied, and we have a good, 
safe test setup. Notice, however, what hap- 
pens when the scope's ground test lead is 
connected to a point above ground poten- 
tial (point Y in Fig. 1). The portion of the 
circuit between Y and Z is effectively 
shorted out by the ground circuit through 
the two chassis and the power line ground. 



This, of course, could severely disturb the 
circuit operation and possibly damage the 
components in the network. The same 
ground problem could also occur with a 
scope that has a 2-wire power cord if the 
low side is tied to chassis ground. 

Now, assume that we have a scope with 
a three- wire power cord and we're testing 
a TV receiver with a power transformer 
and a conventional 2-wire ac connection. 
As shown in Fig. 2, the low side of the 
ac line is connected to the chassis through 
a large resistance (commonly 2.2 meg- 
ohms). Of course, not all equipment have 
this resistance— some are entirely isolated 
—but it is important to know whether it 
is there or not. With the circuit shown in 
Fig. 2, there is an ac shunt effectively 
placed across part of the circuit under test. 

The ac path inside the receiver is from 
point Z to the chassis, to the transformer 
secondary, through stray primary-to-secon- 
dary capacitance, to the transformer pri- 
mary, to the ac line. This ac shunt can 
cause problems, especially with high fre- 
quency measurements. (For all of the 
above situations, tieing the ac line to an 
ungrounded point can introduce noise into 
the circuit. ) 

Still another problem is encountered if 
the scope does not have its chassis tied 
to the power line ground. In this case, con- 
necting the scope ground lead to a point 
above ground could make the chassis "hot." 

So there are several undesirable effects 
that we want to avoid— dc shunt, ac shunt, 
noise pickup, hot scope, etc. Let's examine 
ways to make ungrounded measurements. 



SCOPE 



Fig. 2. With power trans- 
former in circuit, con- 
necting scope ground re- 
turn to point Y can put 
an ac shunt across Y-Z. 
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Conventional Scopes. The only way to 
get ideal ungrounded measurements is with 
a special scope with a differential amplifier 
input. Next best is to use a scope with 
a dual-trace amplifier input and an "A-B" 
mode. But even with a conventional scope, 
there are ways to reduce some of the un- 
desirable effects— if not completely elimi- 
nate them. 

First, we must know our scope. Is the 
chassis grounded to the ac line? Also, note 
the grounding on the device under test. If 
it has been determined that the scope will 
not cause a dc shunt, we must realize that 
the circuit being tested can still be dis- 
turbed by the scope's ac loading. Noise and 
hum pickup should be taken into account. 
Even if the scope chassis is not directly 
tied to the line ground, it can put noise 
into the tested circuit; the scope's large 
metal cabinet acts as an antenna and picks 
up noise. 

We can use an isolation transformer with 
the scope to prevent dc shunts. This also 
reduces the ac shunt; but because of the 
transformer's primary-to-secondarv capac- 
itance, ac loading and noise will still occur. 
However the capacitive reactance does re- 
duce loading and noise— as compared to a 
direct line without a transformer. In using 
an isolation transformer, remember that 
the scope chassis can be hot when the signal 
ground lead is connected to an ungrounded 
point. 

Oscilloscope Differential Amplifier. Be- 
cause the output of a differential amplifier 
is the difference of its inputs, we can use 
it to measure the voltage across a com- 
ponent—which is a potential difference. 
The significance of a differential voltage 
measurement is that it can be used for an 
ungrounded component without encounter- 
ing the bad effects noted above. 

Figure 3 shows a simplified block dia- 
gram of a differentia] amplifier. It consists 
of two identical amplifiers. They have the 
same gain, but one inverts its input. The 
outputs are then combined bv algebraic 
addition; and since one output is inverted, 
the total is A - B. 

Differential measurements are less com- 
mon than conventional single-input mea- 
surements so scopes with differential am- 
plifier inputs are few. Many scopes of the 
plug-in type have differential amplifier in- 
puts. The electronics enthusiast, experi- 
menter, or service technician could build 
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Fig. 3. Simple differential amplifier 
has inputs A and B and output A — B. 

a differential amplifier to feed a conven- 
ventional single-input scope. 

In practice, the signal high leads are 
connected to the two points to be mea- 
sured. No common ground connection is 
required so the two low leads are not used. 
Usually, they are shields on the test probes. 

For safety reasons, however, the scope 
and device under test may be connected 
with a grounding wire. However, this con- 
nection must not be the signal low leads 
or the shields, to avoid ground loops. 

It should be pointed out that the differ- 
ential amplifier scope is not the same as 
a dual-trace scope. The latter has two am- 
plifiers, each with its own input. Electronic 
switching alternately feeds the output of 
each amplifier to the scope's vertical de- 
flection section. The result is a simulta- 
neous display of the two inputs. 

Under certain conditions, a dual-trace 
scope can provide some of the benefits of 
a differential amplifier scope. For instance, 
if there is an A — B mode and the amplifiers 
are well matched, the difference of the two 
inputs is displayed. The scope manufactur- 
er's operation manual will explain this 
function where applicable. 

Making Differential Measurements. Let's 
see how differential scope measurements 
are made for ungrounded tests. In the cir- 
cuit shown in Fig. 4, we want to measure 
the signal across load resistor R,,,. Only 
the high signal leads are connected to the 
circuit under test (at points X and Y). The 
shields are connected together and ground- 
ed; but they are not grounded at the tips. 
This connection reduces the impedance of 
the loop formed by the shields and equal- 
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CIRCUIT UNDER TEST 



Fig. 4. Using a differ- 
ential scope to make a 
measurement across an 
ungrounded component. 
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izes the currents through the loop, thereby 
allowing the differential amplifiers to nul- 
lify loop current effects by common mode 
rejection. 

It is not correct to tie both shields to- 
gether at the probe end and also connect 
them to the chassis. This makes a circuit 
for ground currents through the shield and 
can create measurement errors because of 
voltage difference at the scope. It would 
also be wrong to leave both shields uncon- 
nected at the probe ends. This would per- 
mit the shields to act like antennas to pick 
up noise. 

The probe tips represent a high imped- 
ance to the circuit being tested and do not j, ^ ignal sr 
introduce excessive loading as did the con- (fyfffi *- i ' 
ventional test circuits shown in Figs. 1 and 
2. Since the scope chassis is not tied to 
a signal high point, there is no ac line noise 
introduced. 

Reject Common Mode Signals. One of the 

more important uses of a differential mea- 
surement is to reduce the effects of a com- 
mon mode signal such as hum. Common 
mode signals are identical with respect to 
amplitude and time. Since the output of a 
differential amplifier is the difference be- 
tween its two inputs, a common (identical) 
signal on each input will be reduced (but 
not eliminated) in the output. There is a 
limit as to just how effective a differential 
amplifier can be. Its ability to reject com- 
mon mode signals is known as common 
..mode rejection. The ratio of the common 



mode input signal amplitude to the am- 
plitude of the difference signal displayed 
on the scope is known as the common 
mode rejection ratio. The higher the ratio, 
the better the differential amplifier. 



Fig. 5. Conventional scope (A) dis- 
plays both signal and hum, while a 
differential scope (B) displays only 
signal across the load resistor. 
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For example, if the common mode sig- 
nal on both inputs is 10 volts and the signal 
produces a scope display of only 0.01 volt, 
the common mode rejection ratio is 10/ 
0.01 or 1000. 

Note what happens with a conventional 
scope measurement as shown in Fig. 5A. 
There is an unwanted 60-Hz hum signal 
in the circuit along with the desired signal. 
Assume the hum is 10 volts and the square- 
wave source is 1 volt, of which, 0.6 volt 
appears across the component being tested. 
With the conventional scope setup, both 
the 0.6-volt signal and the 10-volt hum 
would be displayed, as in Fig. 6A. The 
desired signal rides on the bothersome 
hum, making the measurement difficult. 

But notice what occurs when a differen- 
tial scope is used as in Fig. 5B. In test 
probe A, is the combined signal and hum; 
while the hum alone is in probe B. The 
scope displays A minus B or only the de- 
sired signal aci'oss the resistor as shown 
in Fig. 6C. The amount of hum that is 
rejected depends on the scope's common 
mode rejection ratio; and if the latter is 
good, the resultant signal would have uee- 
ligible hum. 

As we have pointed out, the A — B mode 
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Fig. 6. (A) Signal with hum; (B) hum 
alone; (C) signal with hum rejected. 

of a dual-trace scope can be used for dif- 
ferential measurements. The common 
mode rejection of such a scope, however, 
is less than that for a differential amplifier 
scope. Nevertheless, the abilitv to reduce 
common mode signals to even a small de- 
gree would be all that is needed for making 
a good measurement. <$> 
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Put a Mark Ten on your car and save by elimi- 
nating 3 out of 4 tune-ups. Save as gasoline mileage 
increases (up to 20%). The Mark Ten CDI system 
also extends spark plug life, promotes more com- 
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switch for instant return to standard ignition, the 
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out rewiring. 
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money while you enjoy low maintenace and in- 
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